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ACETONE CYANOHYDRIN 2506

(CH3)2C(OH)CN          MW: 85.11 CAS: 75-86-5  RTECS: OD9275000 

METHOD: 2506, Issue 2 EVALUATION: PARTIAL Issue 1:  15 May 1985
Issue 2:  15 August 1994

OSHA : no PEL
NIOSH: C 1 ppm/15 min
ACGIH: no TLV

(1 ppm = 3.48 mg/m3)

PROPERTIES: liquid; d 0.932 g/mL @ 19 °C; BP 
95 °C; MP - 19 °C VP 110 Pa (0.8 mm
Hg) @ 20 °C

SYNONYMS: 2-cyano-2-propanol; 2-methllactonitrile; 2- hydroxy-2-methylprop anenitrile

SAMPLING MEASUREMEN

SAMPLER: SOLID SORBENT TUBE
(Porapak QS, 100 mg/50 mg)

FLOW RATE: 0.2 L/min

VOL-MIN: 0.3 L @ 1 ppm
     -MAX: 12 L

SHIPMENT: in refrigerated container @ 0 °C

SAMPLE
STABILITY: at least 5 days if stored at @ 0 °C          
                              immediately following collection

BLANKS: 2 to 10 field blanks per set

TECHNIQUE: GAS CHROMATOGRAPH, NP
(THERMIONIC) DETECTOR

ANALYTE: acetone cyanohydrin

DESORPTION: 1 mL ethyl acetate; ultrasonicate 60
min

INJECTION
 VOLUME: 5 :L, 1:L flush

TEMPERATURE-INJECTION: 100 °C
                    -DETECTOR: 100 °C
                              -COLUMN:   70 °C

CARRIER GAS: N2, 33 mL/min

COLUMN: PTFE, 2 m x 3.2-mm ID, packed with
5% OV-17 o n 40/60 mesh  Chromosorb
T (APPENDIX)

CALIBRATION: solutions of acetone cyanogydrin in
ethyl acetate

RANGE: 1 to 50 :g per sample

ESTIMATED LOD: 0.1 :g per sample [1]

PRECISION (þr): 0.042 [1]

ACCURACY

RANGE STUDIED: 0.33 to 16.7 mg/m3 [1]
(3-L samples)

BIAS: not determined

OVERALL PRECISION (ÖrT): 0.093 [1]

ACCURACY: not determined

APPLICABILITY: The working range is 0.1 to 4.8 ppm (0.33 to 17 mg/m3 ) for a 3-L air sample.  However, coadsorbed
water vapor will decompose the analyte unless the samples are refrigerated immediately after collection.

INTERFERENCES: Acetone, methl methacrylate and methanol do not interfere with analysis.  Methacrylamide does not
elute from the column under the conditions given above.  The gas chromatograph must be modified to eliminate contact of
analyte with heated glass or metal surfaces.

OTHER METHODS: This method was originally designated P&CAM 340 [2].
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REAGENTS:

1. Desiccant, bagged, for field use.

2. Aceton e cyanoh ydrin, 98%  or better.*

3. Ethyl a ceta te, ch rom atog raph ic qua lity.

4. Silicone oil (OV-17).

5. Coated Chromosorb-T, 40/60 mesh, for GC

stationary phase (APPEND IX).

6. Calibration  stock s olution, ca. 1 .8 mg /mL. 

Inject 2.0 :L acetone cyanohydrin into 1.0 mL

ethyl acetate.  Compute the actual

concen tration  from  analyte den sity.

7. Nitrogen, purified.

8. Hydrogen, purified.

9. Air, filtered.

*  See SPECIAL PRECAUTIONS

EQUIPMENT:

1. Sampler: glass tube, 7 cm long, 6-mm OD, 4-

mm ID; two sections (front = 100 mg; back =

50 mg) of pre-extracted 50/80 mesh Porapak

QS held in place and separated by silanized

glass wool plug s.  Tu bes  are c om me rcially

available (SKC, Inc. # 226-59-09, or

equivalent).

2. Personal sampling pump, 0.01 to 0.2 L/min,

with flexible connecting tubing.

3. Refrigerant, bagged (“Blue Ice,” or equivalent).

4. Gas chroatograph, NPD, integrator and

column (page  2506-1 and APP ENDIX).

5. Vials, 2-mL, glass PTFE-lined crimp caps.

6. Ultrasonic bath, water.

7. Syringe, 10-:L, readable to 0.1 :L.

8. Pipet, 1-mL, with pipet bulb.

9. Spatula.

SPECIAL PRECAUTIONS: Acetone cyanohydrin is extremely toxic; it is readily decomposed by water

to form hydrogen cyanide and acetone.  Perform all work with the analyte in a hood.  Avoid dermal

contact with acetone cyanohydrin.  It is readily absorbed through the skin and will decompose in the

body, with rele ase of H CN, to ind uce cyan osis [3].

SAMPLING:

  1. Calibrate each personal sampling pump with a representative sampler in l ine.

  2. Break ends of the sampler immediately before sampling.  Attach sampler to personal sampling

pump with f lexible tubing.

  3. Sample at an accurately known flow rate between 0.1 and 0.2 L/min for a total sample size

between 0.3 and 12 L.

  4. Cap the samplers with PTFE tape and plastic (not rubber) caps.  Pack the samplers in a

plastic bag  containin g bag ged re frigerant.  Sh ip in a refrigera ted con tainer at 0 °C .

SAMPLE PREPARATION:

  5. Bring the samples to room temperature before uncapping.  Remove the end caps from the

sorbent tube.

  6. Remove the front glass wool plug.  Place it  in a vial along with the front (larger) sorbent

section.  Transfer the separating glass wool plug along with the back sorbent section to a

sep ara te via l.

  7. Add  1.0 m L eth yl ac etat e to e ach  vial.  A ttach  crim p ca p to e ach  vial.

  8. Agitate the samples in an ultrasonic waterbath for 60 min.
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CALIBRATION AND QUALITY CONTROL:

9. Calibrate daily with at least six working standards over the range 0.1 to 50 µg acetone

cyanohydrin per sample.

a. Add  aliquo ts of c alibra tion s tock  solut ion or  a ser ial dilutio n the reof  to 1.0  mL  ethyl ac etate  in

2-m L vials .  Attac h crim p cap  to each via l.

b. Analyze together with samples and blank s (steps 12 and 13).

c. Prepare calibration graph (peak area vs. µg  acetone cyanohydrin).

   10. Dete rm ine de sorp tion e fficiency (D E) at le ast once  for ea ch lot  of sa mp lers u sed  for sa mp ling in

the calibration range (step 9).  Prepare three tubes at each of five levels plus three media blanks.

a. Remo ve and discard back  sorbent section of a me dia blank samp ler.

b. Inject a k nown a mou nt of calibra tion stock  solution or a  serial dilution the reof direc tly onto

front sorbent section with a microliter syringe.

c. Cap the  tube.  Allow to  stand ov ernight.

d. Desorb (steps 6 through 8) and analyze together with working standards and blanks (steps 12

and 13).

e. Prepare a graph of DE vs. µg acetone cyanohydrin recovered.

   11. Analyze three quality control blind spikes and three analyst spikes to ensure that the calibration

grap h and  DE g raph  are in  cont rol.

MEASUREMENT:

   12. Set gas chromatograph according to manufacturer's recommendations and to condit ions given

on pa ge 25 06-1 .  Inject sa mp le aliquo t man ually us ing so lvent flus h tech nique , or auto

sam pler.  t r = 3.2 min under these conditions.

NOTE: If peak area is above the linear range of the working standards, di lute an aliquot of

the sample solution with ethyl acetate, reanalyze and apply the appropriate dilut ion

factor in calculations.

   13. Measure peak area.

CALCULATIONS:

  14. Determine the mass, µg (corrected for DE) of acetone cyanohydrin found in the sample front

(W f) and bac k (W b) sorbent sec tions, and in the av erage m edia blank fron t (B f) and bac k (Bb)

sorbent sections.

NO TE: If W b > W f/10, report breakthrough and possible sample loss.

  15. Calculate co ncentration, C, of ac etone cya nohydrin in the  air volume s amp led, V (L):

EVALUATION OF METHOD:

Calibration curve:  Over the range 2.5 to 250 ng acetone cyanohydrin injected (0.5 to 50 µg per

sample), the correlation coefficients of NPD response with mass injected ranged from 0.998 to 0.999

for peak height and from 0.990 to 0.996 for peak area.

Recovery of spiked samples after storage for one week at room temperature was $98% over the

range 0.5 to 50 µg per sample.  Independent verification of sample concentrations generated

dyna mica lly was  not po ssible.  T he m ethod  was  evalu ated b y eva pora ting 1, 1 0 or 50  µg of a nalyte
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from U-tubes onto the sorbent tube.  Three l iters of humid air (RH = 80%) were then drawn through

the tube at 0.2 L/min for 15 min.  Two sets of six samples at each level were generated.  One set of

six samp les at each leve l were stored for o ne day a t room tem perature.  Th e other sam ple sets we re

stored for five to seven days at 0 °C.  Recovery was $ 89%  (sr = 10.6%).  Experiments also showed

that storage of 1 or 10 µg samples collected as above, but stored at ambient temperature for four

days, gave recoveries of 62 to 80%.

A m axim um  of 2%  ma ss bre akthro ugh  to the b acku p sec tion wa s obta ined w hen  10 to 1 00 µ g aliqu ots

of analyte were evaporated from U-tubes into a stream of humidif ied air (RH = 80%) onto the sorbent

at 0.2 L/min for 60 min.  Recovery from the primary sorbent section for all samples was $ 9 2% .
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APPENDIX:   COLUMN PREPARATION AND GC MODIFICATION

 1. Stationary phase preparation:

Weigh 10 g Chromosorb T into a glass Petri dish or small bowl.  Dissolve 0.5 g OV-17 in 50 mL

acetone; pour this solution over the Chromosorb T.  Using a small spatula, slowly stir the

station ary ph ase in to the s olution  while e vapo rating th e solve nt aw ay un der a  stream  of nitrog en. 

Avoid crushing the soft Chromosorb T.  A port ion of the coated Chromosorb T wil l  adhere to the

glass; do not attempt to recover this material.  Continue to stir the support into the solution unti l the

solvent has completely evaporated.  After the solvent has evaporated, allow the coated

Chromosorb T to dry completely under the nitrogen stream.  Refrigerate the coated Chromosorb T

at 0 °C unti l  i t  is packed into the GC column.

 2. Column preparation, GC modification:

Although the column dimensions are 2 m long x 3.2-mm ID, a longer piece of PTFE tubing (2.3 m)

should be used in order to allow f it t ing to the chromatograph.  Measure the length of the injector

zone from the injector port to the point of column attachment in the oven.  Push a plug of si lanized

glass wool this distance (about 10 to 20 cm) into the front (injector) end of the column.  Add the

packing material from the other end of the column under vacuum to a point about 1 cm before the

detector end of the column.  A 2-m column requires ca. 5 g of packing material.  Seal the detector

end of the column with a 0.5-cm plug of silanized glass wool.  If  i t is necessary to replace transfer

l ines (see below), do not f i ll  the column completely; leave about 1 cm open at the detector end

after insertion of the glass wool.  Use plastic (nylon, PTFE, etc.) compression fittings to connect

the c olum n to th e ins trum ent.   Slide  the in jectio n po rt co mp ress ion fitt ings  onto  the c olum n dir ectly

over the si lanized glass wool plug.  Remove the septum retainer f i tt ing, the septum, and the

injector liner from the GC injection port.  Push the empty end of the column through the oven side
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of the injection port to the point where it is just f lush with the external port opening.  I f the column

is made from thin-walled PTFE tubing, do not t ighten the compression f i tt ing over the soft column

packing; otherwise, the Chromo sorb T may be crushed  and a plug may develop that will block

carrier f low.  Trim any column overhang away from the outer edge of the injection port.  I t  may be

necessary to sl ide a small piece of oversize glass or PTFE tubing over the column into the

injection port in order to center the column with the septum retainer fitting.  Be careful not to block

any holes dri l led in the port for carrier flow.  Gently tighten the compression f i tt ing around the

column over the glass wool plug.  Replace the septum and septum retainer f i tt ing.

Because the analyte is thermally labi le, i t must not contact hot metallic or glass surfaces in the gas

chrom atogr aph .  To elim inate th is conta ct, pus h the e nd of th e colu mn  into the  detec tor por t up to

the de tector itse lf.  If the des ign of th e instru me nt doe s not p erm it the colu mn  to be p ushe d up to

the detector, the transfer line from the end of the column to the detector must be replaced with low

dead-volume PTFE tubing.  Use a 1.6-mm ID x 3.2-mm OD  x 1 cm long PTFE plug to seal the

detector end of the column.  Determine the length of transfer line needed from the column end

fitting  to the  bott om  of the  dete ctor  jet.  F orce  a pie ce o f 1.6 -m m O D P TF E tu bing  equ al to th is

length plus the length of the PTFE plug, through the center to the back end of the plug.  Insert the

PTFE plug, back end f irst, into the opening at the detector end of the column.  Push the

compression fi t ting over the column where the PTFE plug was inserted.  Attach the column to the

chrom atogr aph , push ing the  transfe r line as c lose a s pos sible to th e botto m o f the de tector je t. 

Ge ntly tig hten  the c om pre ssio n fittin g ar oun d the  colu mn .  On ce th e co lum n ha s be en in stalle d in

the instrument, pressurize it with nitrogen.  Check the column for a f low of 33 mL/min.  Check the

compression fi t tings for leaks; gently tighten them as necessary.  After i t has been determined that

there is f low through the column, condit ion it  at 125 °C for 1 to 2 hrs.  A diagram of a column

where the transfer l ine has been replaced is shown in Figure 1.
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